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Residual uncertaintyLandsat's continuing record of the thermal state of the earth's surface represents the only long term (1982
to the present) global record with spatial scales appropriate for human scale studies (i.e., tens of meters).
Temperature drives many of the physical and biological processes that impact the global and local environ-
ment. As our knowledge of, and interest in, the role of temperature on these processes have grown, the
value of Landsat data to monitor trends and process has also grown. The value of the Landsat thermal data
archive will continue to grow as we develop more effective ways to study the long term processes and trends
affecting the planet. However, in order to take proper advantage of the thermal data, we need to be able
to convert the data to surface temperatures. A critical step in this process is to have the entire archive
completely and consistently calibrated into absolute radiance so that it can be atmospherically compensated
to surface leaving radiance and then to surface radiometric temperature. This paper addresses the methods
and procedures that have been used to perform the radiometric calibration of the earliest sizable thermal
data set in the archive (Landsat 4 data). The completion of this effort along with the updated calibration of
the earlier (1985–1999) Landsat 5 data, also reported here, concludes a comprehensive calibration of the
Landsat thermal archive of data from 1982 to the present.
© 2012 Elsevier Inc. All rights reserved.1. Introduction and summary
Landsat's continuing record of the thermal state of the earth's sur-
face represents the only long term (1982 to the present) global record
with spatial scales appropriate for human scale studies (i.e., tens of
meters). Note, AVHRR data span from 1978 to the present and
Modis data span from 2000 to the present with 1 km pixels. Temper-
ature drives many of the physical and biological processes that impact
the global and local environment. As our knowledge of, and interest
in, the role of temperature on these processes has grown, the value
of Landsat data to monitor trends and process has also grown. Areas
of study that use Landsat derived thermal data include lake hydrody-
namic process (Schott, 1986; Schott et al., 2001), monitoring evapo-
transpiration (Allen et al., 2008; Anderson & Kustas, 2008), regional
water resources (Thenkabail et al., 2009, 2010), and the impact of
local climate trends (Schneider et al., 2009). The value of the Landsat+1 585 475 5988.
rights reserved.
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10.1016/j.rse.2011.07.022thermal data archive will continue to grow as we develop more effec-
tive ways to study the long term processes and trends affecting the
planet. However, in order to take proper advantage of the thermal
data, we need to be able to convert the data to surface temperatures.
A critical step in this process is to have the entire archive completely
and consistently calibrated into absolute radiance so that it can be
atmospherically compensated to surface leaving radiance and then
to temperature. This paper addresses the methods and procedures
that have been used to perform the radiometric calibration of the ear-
liest sizable thermal data set in the archive (Landsat 4 data). The com-
pletion of this effort along with the updated calibration of the earlier
(1985–1999) Landsat 5 data, also reported here, concludes a compre-
hensive calibration of the Landsat thermal archive of data from 1982
to the present. The different methodologies used to accomplish the
entire calibration/validation update are reviewed in Section 2. The
new results for Landsat 4 and early Landsat 5 as well as the previously
reported results for Landsats 5 and 7 (Barsi et al., 2003; Hook et al.,
2004) are included in Section 3. In particular, this section includes a
discussion of the small residual uncertainty in the data archive asso-
ciated with each data set. This uncertainty in the collective archiveic calibration of the entire Landsat 4, 5, and 7 archive (1982–2010),
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atmosphere and emissivity, surface temperatures can be retrieved to
better than 0.7 K (one sigma) using standard analytical approaches.
These results mean that for the ﬁrst time users can access and analyze
the entire 30 year record with conﬁdence in the radiometric integrity
of the thermal data.
2. Background
This section will introduce the Landsat sensors from the thermal
infrared perspective and then brieﬂy review the approaches that
have been used over time for vicarious radiometric calibration of
the Landsat thermal instruments.
2.1. Instruments
Landsat 3 was the ﬁrst Landsat satellite to include a thermal sens-
ing capability. However, the thermal sensor failed quite early in the
mission and no signiﬁcant effort has yet been expended to character-
ize its post launch performance. Therefore, this paper will focus on
the thermal sensors on the Landsat 4 Thematic Mapper (TM4), the
Landsat 5 Thematic Mapper (TM5) and the Landsat 7 Enhanced The-
matic Mapper plus (ETM+). From the thermal infrared perspective
these three instruments were nearly identical with the exception
being that ETM+ had eight thermal detectors instead of the 4 on
the TM instruments resulting in a 60 m ground instantaneous ﬁeld
of view (GIFOV) instead of 120 m for the TM instruments. Each
instrument had a single spectral band nominally covering the 10.5–
12.5 μm spectral window (see Fig. 1) with two eight bit gain settings.
Fig. 2 shows a generic optomechanical schematic of the instruments
highlighting the elements relevant to the thermal band. In particular,
note that on the TM instrument 4 detectors are swept across the ﬁeld
of view (FOV) forming 4 120 m lines of data per sweep of the scan
mirror and that on ETM+ 8 detectors sweep 8 60 m lines of data.
Also note that as the scan mirror is turning around, a calibration shut-
ter is inserted into the line of sight. The shutter has a high emissivity
surface with a monitored temperature and a mirror that reﬂects a
cavity blackbody into the line of sight. Thus, as the shutter is swept
into the line of sight, the detectors “see” ﬁrst the known radiance
from the shutter and then the known radiance from the blackbody.
This provides a two point calibration at the beginning and end of
each line of data. These two points are used to calculate the internal
gain (gi) according to
gi ¼
DNBB−DNS
L^BBλ−L^Sλ
ð1ÞFig. 1. Plots of the relative spectral response of the TM4, TM5 and ETM+ instruments.
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image data taken from the blackbody and the shutter respectively and
L^BBλ and L^Sλ are the spectral radiance in the passband associated with
a blackbody at the temperature of the blackbody (BB) and shutter (S)
respectively, i.e.
L^BBλ ¼
∫LBBλR λð Þdλ
∫R λð Þdλ
ð2Þ
where LBBλ is the spectral radiance from a blackbody at temperature
BB [W m−2 sr−1 μm−1] and R(λ) is the relative spectral response
of the sensor with wavelength λ.
The actual sensor output (DN) can then be related to the radiance
from the scene (Lλ) as
DN ¼ gf giLλ þ bið Þ þ bf ð3Þ
where bi is an internal bias level related to the shutter radiance (i.e.
shutter temperature) and gf and bf are gain and bias terms associated
with multiplicative and additive effects not captured by the internal
calibration process (e.g. transmission losses from the optics forward
of the shutter and additive radiance from the optics forward of the
shutter). Note that the actual equations used in the software for the
different instruments vary slightly from instrument to instrument
but can be generalized to the form shown in Eq. (3).
Values for the remaining calibration coefﬁcients (i.e. bi, gf and bf
in this representation) were determined from pre-launch laboratory
calibration with external radiance sources. Given these calibration coef-
ﬁcients, the sensor reaching radiance can be calculated from the recorded
DN for each pixel by inversion of Eq. (3). Some of these coefﬁcients are
dependent on the operating temperatures of the forward optics. In
practice, coefﬁcients appropriate for the expected operating tempera-
tures were calculated empirically pre-launch, however, no trusted
fore-optic calibration model was developed which would allow adjust-
ment of the coefﬁcients based on the recorded temperatures of the
optical elements. Thus, when signiﬁcant changes to the instrument's
operating temperatures occur (either planned or unplanned), or if
there is degradation of the forward optics, newvalues for the calibration
coefﬁcientsmust be determined and applied to the calibration equation
(Eq. 3) to maintain the calibration of the data. Because there is no
onboard system to adequately monitor any radiometric changes in the
forward optics, vicarious calibration procedures have been regularly
used to verify the stability of the calibration after launch and then (at
least since 1999) to monitor the calibration on orbit.
2.2. Vicarious calibration approaches
Four different vicarious calibration techniques have been used to
support the calibration of the Landsat thermal bands. Each of these
will be introduced in this section. All of the methods use water as a
target. Water is an ideal target because of its high thermal inertia,
high emissivity and as a liquid it is hard to maintain thermal gradi-
ents, so large regions of uniform temperature are common (Schott
et al., 2004; Tonoka et al., 2005). All of the methods also use the radi-
ation propagation codeMODTRAN (Berk et al., 1999) to propagate the
radiation to the sensor. The governing radiometry equations and the
use of MODTRAN will therefore be introduced in Section 2.2.1 before
the discussion of the different measurement techniques.
2.2.1. Atmospheric propagation
The governing equation for radiation propagation to the sensor
can be expressed as
L^λ ¼
∫ ε λð ÞLTλ þ 1−ε λð Þð ÞLdλð Þτ λð Þ þ Luλ½ R λð Þdλ
∫R λð Þdλ
≅L^obsλτ þ L^uλ ð4Þic calibration of the entire Landsat 4, 5, and 7 archive (1982–2010),
Fig. 2. Optomechanical schematic of TM and ETM+ instruments showing the thermal features.
Fig. 3. Illustration of methods used to measure surface temperature/radiance. a.
Aircraft approach— Section 2.2.2, b. surface kinetic temperature approach— Section 2.2.3,
c. surface temperature approach using radiometers — Section 2.2.4 and d. NOAA buoy
approach — Section 2.2.5.
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diance associated with a target at temperature T, Ldλ is the spectral
downwelled radiance, Luλ is the spectral upwelled radiance, τ(λ) is
the transmission from the target to the sensor and in general all the
terms are a function of wavelength (λ). In practice the emissivity of
water is essentially constant over the Landsat bandpass at approxi-
mately 0.986. In addition, the emissivity is independent of water
condition and surface roughness for the Landsat ﬁelds of view
(Schott et al., 2004). Note that Lobsλ is the effective spectral radiance
in the Landsat band observed at the ground or at the aircraft altitude
for the aircraft underﬂight calibration approach, τ is the effective
transmission over the Landsat passband from the observation loca-
tion to the sensor and Luλ is the effective spectral upwelled radiance
in the passband for the path between the observation and the sensor.
These effective passband values are used when surface or aerial radio-
metric measurements or estimates of the target are available.
MODTRAN can be used to solve for all of the terms in Eq. (4) if
the atmosphere has been characterized and the surface temperature
and emissivity are supplied. In practice, for the Rochester Institute
of Technology (RIT) analysis (Sections 2.2.3 and 2.2.5), the atmo-
sphere is characterized using the closest available radiosonde data
typically adjusted in the boundary layer (0 to approximately
0.5 km) for observed surface conditions (temperature and relative
humidity). This surface correction accounts for variation in the
lowest layers of the atmosphere that may exist because of spatial
and temporal offsets between the target location and sample time
and the radiosonde/upper-air-sampling location and time (Padula,
et al., 2011). The Jet Propulsion Laboratory (JPL) analysis uses an
atmospheric proﬁle from the nearest atmospheric reanalysis grid
point (see Section 2.2.4).
In order to take advantage of Eq. (4) to predict the expected
sensor reaching radiance we must either know the temperature and
emissivity of the target (left form of Eq. 4) or the radiance from the
target (right form of Eq. 4). In the next subsections we will brieﬂy
review four methods that have been used to measure the tempera-
ture or radiance (recall that emissivity is known and constant for
the Landsat observation conditions over water bodies).Please cite this article as: Schott, J.R., et al., Thermal infrared radiometr
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Schott and Volchok (1985) describe the method that was used in
the mid 1980s in an attempt to calibrate TM4 and TM5 immediately
after they were launched. The method involved ﬂying a well-
calibrated infrared line scanner underneath the spacecraft and imag-
ing water targets simultaneously (i.e. ±30 min) with the Landsat
acquisition (see Fig. 3a). The infrared line scanner was spectrally ﬁl-
tered to match the Landsat spectral response and calibrated such
that the effective spectral radiance could be calculated for any pixel
in the image. This yields values for L^obsλ which can be propagated to
the spacecraft using MODTRAN and the righthand side of Eq. (4).ic calibration of the entire Landsat 4, 5, and 7 archive (1982–2010),
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the observed radiance incorporated the largest and most variable
effects due to the atmosphere, thereby reducing any errors due to less
than perfect atmospheric propagation.MODTRANwas only used to cor-
rect for the atmosphere above the aircraft. Any small error in these
small corrections results in very small errors in the predicted sensor
reaching radiance.
In addition, because the aerial system has a much smaller ground
sample distance (GSD) than the satellite, many pixels of a uniform
region of the water can be averaged to estimate L^obsλ. This reduces
noise in the estimate by the square root of the number of samples
(typically 25 to 100) resulting in very precise estimates of L^obsλ. The
uncertainty of this method is typically limited only by the calibration
uncertainty of the aerial instrument (see Section 3.4).
The obvious drawbacks to this approach are the cost and logistical
difﬁculties associated with acquiring signiﬁcant amounts of aerial
data coincident with the spacecraft as well as difﬁculties associated
with maintaining the calibration knowledge of the airborne instru-
ment. On the positive side, one can often ﬂy over different water
regions with some range of temperatures and thereby obtain several
calibration points from a single successful ﬂight. Nevertheless, this
method is difﬁcult to justify operationally and so other methods
must be considered.
2.2.3. Surface kinetic temperature measurement approach
To augment, or in lieu of the aerial approach, surface kinetic tem-
perature measurements can be employed. To avoid near surface gra-
dients this approach should be limited to well mixed waters and
measurements should be taken very close to the surface. RIT uses
thermistors attached under small blocks of Styrofoam that are ﬂoated
on the surface on the windward side of the boat (see Fig. 3b). The tar-
gets have usually been the waters of Lake Erie or Lake Ontario which
have very long fetch (i.e. a long stretch of open water in the upwind
direction) and are rarely still. This method has been extensively
used by RIT since 2001 to support calibration of ETM+ and TM5
(Barsi et al., 2003). The temperatures obtained by this method along
with the emissivity of water and the radiative transfer values from
MODTRAN allow the use of Eq. (4) to predict the sensor reaching
radiance. While this method has a slightly higher error associated
with each individual measurement (see Section 3.4) than the aerial
approach, the larger number of points that can be acquired tends to
compensate in the overall instrument calibration uncertainty.
A limitation of the surface temperature approach is that the
temperature measured is very slightly below the surface and the in-
frared sensors measure the true surface temperature i.e., the skin
temperature. Under most circumstance when calibration data would
be acquired (clear skies), radiational surface (top microns) cooling
lowers the surface temperature slightly (up to a few tenths Kelvin)
when compared to the temperature immediately below the surface
(few mm). Generally skin temperature is cooler for well mixed wa-
ters, however, if the water is still then the skin temperature can be
warmer than the temperature immediately below the surface. Surface
radiometers can be used to avoid this limitation.
2.2.4. Surface temperature measurement approach using ﬁeld radiometers
Since 1999, NASA's Jet Propulsion Lab (JPL) has operated four
instrumented buoys in Lake Tahoe CA/NV, and since 2008 a similarly
instrumented platform in the Salton Sea CA. Note, the Salton Sea site
was added to allow acquisition of higher temperature/radiance tar-
gets to allow better assessment of small gain errors in the satellites
being calibrated. The instrumentation on each platform includes
near surface contact thermistors, near nadir viewing calibrated radi-
ometers and weather stations. The JPL suite of ﬁeld sensors has
been used to perform thermal calibration assessment of a number
of sensors including MODIS and ASTER and therefore uses radiome-
ters with a wide passband (Hook et al., 2003, 2005, 2007). BecausePlease cite this article as: Schott, J.R., et al., Thermal infrared radiometr
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band, the surface temperature corrected for the cool skin effect is
computed using a combination of the observed radiometric temper-
ature, the near surface contact temperature and the downwelled
radiance computed from MODTRAN (Hook et al., 2003; Hook et al.,
2004). The data are acquired every 2 to 5 min and transmitted to
JPL for processing. The output from the processing is an estimate of
the surface kinetic temperature which can be combined with the sur-
face emissivity and MODTRAN generated radiative transfer parameters
to generate the predicted sensor reaching radiance (see Eq. 4). The
atmospheric proﬁle data used for input to MODTRAN come from
the nearest National Center for Environmental Prediction (NCEP)
reanalysis point interpolated to the Landsat acquisition time (Hook
et al., 2007).
Regrettably none of the methods discussed so far could be used to
assess temporal gaps in the calibration of the Landsat instruments
during a period when NASA was not funding Landsat thermal band
vicarious calibration programs (1985–1999). Thus, a method was
needed to ﬁll this long knowledge gap.2.2.5. Estimation of surface temperature from subsurface measurements
by NOAA buoys
The National Oceanic and Atmospheric Administration (NOAA)
operates a ﬂeet of moored buoys in U.S. coastal waters and in the
Great Lakes. These buoys record hourly subsurface temperatures
(0.6 m or 1.5 m) as well as weather data and archive it in the National
Data Buoy Center (NDBC). The archive includes buoy records span-
ning the entire period of interest (1982–present). Temperature from
buoys has been used previously to validate atmospheric retrieval
algorithms and instrument calibration for the Advanced Very High
Resolution Radiometer (AVHRR) (Emery et al., 2001; Walton et al.,
1998). Padula and Schott (2010) describe an improved technique
for estimation of surface temperature from the subsurface buoy
temperatures. The method utilizes the 24 h of temperature measure-
ments before the satellite overpass along with surface meteorological
data to compute surface temperature from the subsurface values. The
method accounts for the diurnal temperature cycle, the temporal
phase shift in the diurnal cycle with depth, thermal gradients with
depth that are a function of wind speed and ﬁnally the cool skin effect.
The derived surface temperature was then used along with emissivity
values, local weather data and radiosonde data as input to MODTRAN
to predict sensor reaching radiance as described in Eq. (4). By compar-
ison to well-calibrated ETM+ and TM5 data post 1999, the sensor
reaching radiance values predicted by this method were shown to be
in good agreement (mean bias differences less than 0.2 K)with the pre-
dictions made using the JPL and RIT surface temperature/radiance
methods described above. Therefore, this technique was the source of
data for the period 1982–1999 and is the basis for the TM4 and early
TM5 calibration results.3. Results
This section reviews how the methods described in the previous
section have been used to calibrate the complete archive of TM and
ETM+ thermal data. The formation of the calibration team, that led
to the effort to assess and update the calibration of the archive,
began with the launch of Landsat 7. Therefore, we had the discussion
begin there and work back in time through the instruments.
Because Padula and Schott (2010) and Barsi et al. (2003) show
that all the methods introduced in the previous section predict sensor
reaching radiance values that are in agreement with each other to
within the errors in the methodology (see Section 3.4), all of the
methods will be considered as trusted unbiased sources of sensor
reaching radiance.ic calibration of the entire Landsat 4, 5, and 7 archive (1982–2010),
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At launch RIT and JPL were independently charged with assessing
the thermal calibration of Landsat 7. RIT used aerial underﬂights and
surface temperature measurements on the Great Lakes, and JPL used
the automated sites at Lake Tahoe and later at the Salton Sea.
Both teams quickly identiﬁed a signiﬁcant constant bias in the data
of 3.1 (W m−2 sr−1 μm−1) or 0.31 K at 300 K, where bias will be
expressed as radiance observed by the instrument minus at sensor ra-
diance predicted from the ground truth measurements. The bias was
calculated as the weighted average of all of the individual estimates
available at the time. The weights were proportional to one over the
standard error about the mean bias estimate obtained by each of
the teams. The bias correction was implemented by USGS EROS on
12/20/2000, and like all other corrections discussed here it was ap-
plied to all impacted data such that any data processed after 12/20/
2000 should be unbiased, including all data acquired before that
date. Note this bias was eventually determined to be the result of an
error in coefﬁcients in the processing system and not due to any
changes to the instrument on launch.
The calibration team continued to monitor the ETM+ thermal
performance adding more data each year with an emphasis on high
and low temperature values as the large amount of data began to indi-
cate that a slight error in gain had been present since launch. Because
the error was small it could only be identiﬁed with conﬁdence when
signiﬁcant amounts of warm and cold data were added to the data set.
In 2009 with data ranging from 6.3 to 9.6 [W m−2 sr−1 μm−1] or
275 to 305 K it was determined that a 5.8% error in gain existed. The
gain error is expressed as
Sg ¼ 1−
ΔL^Satλ
ΔL^λ
 !
⋅100 ð5Þ
where ΔL^Sat=ΔL^λ is the slope of the satellite observed spectral radiance
versus the predicted radiance values for all of the calibration points.
Fig. 4 shows the calibration data for the two teams that indicated the
need for a small gain correction. Note that for most of the radiance
range the correction causes only small changes in temperature. Howev-
er, for hot targets (300 K) the change could be as large as 0.8 K. The gain
correction was implemented in the USGS processing system on 1/1/
2010.
Based on the early success of the ETM+ vicarious calibration cam-
paigns, NASA tasked the calibration team to assess the radiometric
calibration of the TM5 instrument.Fig. 4. Plot of predicted versus observed at sensor radiance for ETM+ showing the need
for a small gain correction.
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Schott and Volchok (1985) and Schott et al. (1987), using the RIT
aerial technique, obtained a small number of TM5 calibration points
shortly after launch in 1985. They reported a small bias of 0.58 K,
which was within the approximately 1 K uncertainty of the vicarious
instrumentation available in the early 1980s, and no adjustment was
recommended. There was no signiﬁcant effort to evaluate the TM5
calibration from 1985 until the RIT and JPL teams were tasked to in-
vestigate it in approximately 2001.
By using its automated sites, the JPL team was able to go back to
1999when theywere initialized. In 2006, based once again on the com-
bined JPL automated site data and RIT surface temperature data, it was
determined that a small bias error of −0.092 [W m−2sr−1 μm−1] or
−0.68 K at 300 K was present in all of the available data from 1999
on. On 4/1/2007 USGS, based on the recommendation of the Landsat
calibration team, implemented a correction to the data processing to
remove the bias from all data processed after that date applicable to
imagery acquired after 4/1/1999. Because no RIT or JPL calibration
data were available for the period 1985–1999 it was not clear how,
or if, to correct data prior to April 1999 so no change was made to
the earlier data at that time.
O'Donnell et al. (2002) describe an effort to evaluate the (1985–1999)
calibration gap using cold water temperatures, from the center of the
Great Lakes in winter, as ground truth. The assessment indicated that
there was no discernable calibration error over the 1985–1999 period.
However, this was limited by uncertainty in the knowledge of the lake
temperatures to 1 to 2 K uncertainty in apparent temperature at the
sensor.
In the early 2000s RIT had begun to investigate whether data from
the NOAA buoys could be used to accurately determine surface tem-
perature. Padula and Schott (2010) describe a pair of experiments
using data from a few buoys (Great Lakes and off the Delmarva
Peninsula) propagated to sensor reaching radiance. They ﬁrst com-
pared the predicted radiance to the calibrated radiance observed by
the ETM+ sensor for 32 points from 2000 to 2007. The gain and bias
values estimated from the buoy data (near unity and zero, respectively,
as expected) were shown to be statistically the same as the values esti-
mated using the accepted RIT and JPL measurement techniques. The
second experiment compared the buoy-based calibration results for
TM5 to the results obtained by the surface temperature approach for
the time period after ﬁeld campaigns had resumed (1999). The results
were similar to the ETM+ results leading to the conclusion that the
NOAA buoy archive could be used to provide a source of “ground
truth” for calibration of the data during the 1985–1999 gap.
Padula and Schott (2010) report that using 7 buoys, 198 calibra-
tion points were obtained spanning the period 1984–2007. These re-
sults suggested that a small but statistically signiﬁcant gain error had
been present in the data since launch and a bias shift of approxi-
mately −0.69 K occurred sometime in the late nineties (consistent
with the results reported above for the 1999+ data). By adding addi-
tional buoys, more data were added in an attempt to better estimate
the date when the bias change occurred (see Fig. 5). In addition,
signiﬁcant amounts of new TM5 data from all the methodologies
were combined to estimate the calibration error for the entire TM5
data set. Using the composite data set it was determined that a bias
shift of −0.11 [W m−2 sr−1 μm−1] occurred in the early part of
1997 (no source for the shift in bias has been determined) and that
a small gain error of 5.0% was present in all of the TM5 data. This
small deviation from a unity slope in the predicted to observed radi-
ance plots had been suggested by the earlier data, however, the addi-
tion of a larger volume and range of data increased the statistical
conﬁdence to a point where correction was warranted. Based on the
recommendation of the calibration team, USGS implemented changes
to the TM5 data processing to implement these calibration updates
for data processed after 4/1/2010.ic calibration of the entire Landsat 4, 5, and 7 archive (1982–2010),
Fig. 5. TM5 temporal plot showing bias estimates by date as well as the mean bias line for the periods pre and post 1/1/1997.
Fig. 6. A time series of TM4 bias estimates and corresponding temperatures of the scan
line corrector (SLC) during the same period from the IAS.
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The TM4 instrument was launched in 1982 and operated for nearly
a year before being put in on-orbit storage because of solar array and
direct downlink failures. It was returned to operation three years
later, using the Tracking and Data Relay Satellite System (TDRSS) to
downlink data, and successfully operated for another 6 years. During
its short early life no rigorous validation of the calibration was accom-
plished nor was a validation attempted when it was returned to opera-
tion. Based on the successful use of the NOAA buoys in ﬁlling the
calibration gap in the TM5 calibration history, a similar effort was un-
dertaken for TM4. The problem with the TM4 database was that it
was more sparsely populated because of the short period of initial use
and somewhat limited use over the U.S. after the storage period.
To deal with this issue, a signiﬁcantly larger set of buoys and cor-
responding radiosonde sites were used to ﬁnd simultaneous buoy,
radiosonde and clear TM4 image dates. In all, 17 buoy sites were
used in the TM4 calibration resulting in 9 calibration points from
1982 to 1983 and 19 points from 1987 to 1992. The results showed
that there was no signiﬁcant bias error apparent in the early TM4
data but that a large consistent bias of −0.43 [W m−2 sr−1 μm−1]
or −3.3 K at 300 K was present post storage (see Fig. 6).
The post storage data showed no signiﬁcant gain error (less than
0.5%) so all the error was attributed to and corrected with a bias
adjustment to be implemented in 2011 and applied to all TM4 post
storage data processed after that date. In analyzing the TM4 data
the variability of the bias estimates pre storage was observed to be
signiﬁcantly larger (factor of two) than post storage and also signiﬁ-
cantly larger than the variability in the bias estimates observed for
TM5 or ETM+. In an effort to understand/explain the source of this
variability and the bias change post storage, the instrument operating
temperatures were analyzed by plotting some telemetry records of
the forward optical element temperatures available from the NASA
Landsat Image Assessment System (IAS) (see Fig. 6). These data indi-
cate two things. The ﬁrst is the dramatic change in operating temper-
ature post storage which is a likely source of the bias shift (recall that
no accepted fore optics radiation model exists so no model-based test
can be run to assess this assumption) and the second is the relatively
large variation in operating temperatures early in the lifetime (i.e. pre
storage) which is a likely source of the larger than expected bias var-
iation pre storage (note: this large variation in temperature is only
partially captured in the small sample shown here for the scan linePlease cite this article as: Schott, J.R., et al., Thermal infrared radiometr
Remote Sensing of Environment (2012), doi:10.1016/j.rse.2011.07.022corrector (SLC)). This discussion leads us to an assessment of the un-
certainty remaining in the calibration of the data now coming from
the USGS archive.
3.4. Residual uncertainty in the calibrated database
By implementing the calibration adjustments described above, all
known systematic errors associated with the Landsat thermal bands
should be reduced to insigniﬁcant levels compared to the precision
errors associated with the calibration procedures and the instrument
noise. Thus, in theory the overall uncertainty in the radiance values
generated from the data in the archive can be expressed as
SL ¼ S2p þ S2i 
1
2

ð6Þ
where SL is the uncertainty in the “calibrated” data, Sp is the uncer-
tainty in the radiance predicted at the sensor through the various cal-
ibration procedures (assumed to be unbiased (i.e. accurate) at this
point) and Si is the noise in the instrumentmeasurements (note: all un-
certainties are expressed as 1 standard deviation values). Assuming allic calibration of the entire Landsat 4, 5, and 7 archive (1982–2010),
Fig. 7. Plot of radiance predicted at the sensor versus radiance measured at the sensor
for TM5 data for the two time periods (pre and post 1/1/1997). The RMS deviation
about the best ﬁt lines provides an estimate of the residual uncertainty about the
data in the archive.
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through the onboard calibration processes, Si should just be the
standard deviation of the signal about the mean when observing a
constant ﬂux (e.g. from the onboard blackbody). The overall uncer-
tainty (SL) can also be measured empirically by calculating the root
mean square error (SRMS) in the observed radiance values from the
best ﬁt or ﬁnal calibration line generated from the calibration data
(see for example, Fig. 7). This empirical measurement is the best
estimate of the residual uncertainty in the data from the archive. Fur-
thermore any difference between the modeled uncertainty (Eq. 6)
and the observed uncertainty (SRMS) suggests that our estimates of
Sp or Si are in error or that there are unaccounted sources of variabil-
ity in the process.
Table 1 includes estimates of the expected uncertainty: in sensor
reaching radiance for each methodology (Sp), due to noise in each in-
strument (Si), as well as the modeled (SL) and measured (SRMS) esti-
mates of the overall uncertainty. In some cases where signiﬁcantly
different methods were used for calibration or different uncertainties
measured, multiple results are shown per instrument. Note that allTable 1
Residual uncertainties in the data from the USGS Landsat archive expressed in apparent tem
Uncertainly in predicted
radiance Sp
Instrument
noise Si
Mod
in se
Aerial (A) 0.31
Surface temperature (RIT) 0.34
Surface radiometers and
thermistors (JPL)
0.35
Subsurface temperature
(NOAA buoys)
0.41
Landsat 7 (composite) (324) 0.21a 0.41
RIT (51) 0.40
JPL (234) 0.41
NOAA buoys (39) 0.46
Landsat 5 0.17–0.3
1984–1998 NOAA buoy
(102)
0.44
1997–2010 composite (285) 0.41
RIT (29) 0.38
JPL (149) 0.39
NOAA buoy (107) 0.44
Landsat 4 0.22–0.32
1982–2983 NOAA buoy (9) 0.47
1987–1992 NOAA buoy (19) 0.47
a NEΔΤ for the low gain is (0.26 K).
b These are the best values to use for the expected uncertainty in the radiance values (i.e
Please cite this article as: Schott, J.R., et al., Thermal infrared radiometr
Remote Sensing of Environment (2012), doi:10.1016/j.rse.2011.07.022the radiance uncertainties are shown in equivalent apparent temper-
ature (typically at 300 K to make them more intuitive).
The Si values in Table 1 are measured values for each instrument
and in all cases they show no signiﬁcant change over the lifetime of
the instruments. However, the values for TM4 and 5 do change within
an outgassing cycle because the internal gain decays as ice builds up
on the ﬁlters resulting in worse error due to electronic/quantization
noise as the transmission decreases. The uncertainties in the pre-
dicted radiances (Sp) for the NOAA buoy and surface temperature
methods (RIT) are drawn from the results of an extensive error prop-
agation study that cascades the uncertainties in the temperature
measurements with the uncertainties in temperature propagation to
the surface skin temperature, uncertainties in the meteorological
and radiosonde measurements and uncertainties in the radiation
propagation models (Padula et al., 2011). The uncertainties in the
predicted radiances for the aerial technique are drawn from a similar
analysis reported in Schott et al. (2004). Finally the errors in pre-
dicted radiance for the surface radiometer/near surface thermistor
technique (JPL) are estimated from surface temperature uncertainty
estimates drawn from Hook et al. (2007) and estimates of the radia-
tion propagation uncertainties based on the automated use of unﬁl-
tered NCEP data. Note, all the data leading to the estimates of SL in
Table 1 are assuming single pixel measurements. If multiple uniform
points are averaged, the instrument noise can be signiﬁcantly re-
duced such that SL should approach Sp.
Analysis of Table 1 indicates that the SL and SRMS values are in gen-
eral agreement with the exception of the early TM4 results. Solving
for the magnitude of the uncertainty unaccounted for by the error
model as
Su ¼ S2RMS−S2L
 1
2 ð7Þ
yields a value of 0.86 K. As indicated, above we believe that much of
this unaccounted variability is due to the large variations in instru-
ment operating temperatures during its ﬁrst year of operation. It is
also possible that the much smaller variability in operating tempera-
tures for TM4 after storage and for the other instruments is still a sig-
niﬁcant contributor to the smaller unaccounted uncertainties from
these instruments.perature [K]. Values in parenthesis are the number of points included in the analysis.
eled uncertainty
nsed radiance SL
Observed variability about
best ﬁt calibration line SRMS
Observed variability
unaccounted uncertainty Su
0.48b 0.25
0.32
0.48
0.59
–0.51 0.53b 0.24
–0.48 0.66b 0.49
–0.45 0.48
–0.46 0.73
–0.51 0.60
–0.52 0.98b 0.86
–0.52 0.43b
. they are based on the average of all available points for the respective data era).
ic calibration of the entire Landsat 4, 5, and 7 archive (1982–2010),
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With the implementation by USGS of the Landsat 4 results
reported here, all of the Landsat 4, 5 and 7 thermal data produced
from the archive after April 1, 2011 should be free of ﬁrst order sys-
tematic errors. This, for the ﬁrst time, will allow users to process
any of these data with conﬁdence in their integrity. These data now
represent one of the longest well-calibrated records of the thermal
history of the earth's surface. This will allow the science community
to study the temporal trends in thermal behavior of relatively small
landscape features (Schneider et al., 2009). Coupled with the parallel
work to radiometrically calibrate the reﬂective data in the Landsat
archive (Markham & Helder, 2012), this calibration effort allows the
Landsat archive to truly live up to its goal to serve as the long-term
record of the planet at human scales.
From a quantitative standpoint, the residual uncertainty in the
thermal data is approximately 0.6 K when the radiance uncertainty
is expressed as a change in apparent temperature at 300 K (see
Table 1 for a detailed breakdown by instrument and time period). If
a user were to convert the radiance values to surface temperatures
using similar procedures (MODTRAN, clear atmospheric conditions
and known emissivities) to those used in the calibration process,
this should result in only slightly larger uncertainties in the estimated
temperatures of approximately 0.7 K (Padula, 2008).
Finally, while the results reported here indicate that the Landsat
archive is well calibrated with quite small residual uncertainty, they
also suggest that there are small sources of uncertainty that are not
accounted for by the error models. If these sources can be identiﬁed
and are systematic rather than random it may be possible to drive
the errors down even further (to less than 0.5 K). At present several
possible sources for this unaccounted variability are under evalua-
tion. The most intriguing systematic source is variation in observed
radiance due to changes in the operating temperature of the instru-
ment. A satisfactory model for this systematic process might serve
to reduce the relatively small error reported here even further.
5. Lessons learned and future directions
Having summarized here the calibration/validation of three de-
cades of Landsat thermal instrument data, it seems appropriate to re-
view some lessons learned. First, having two independent teams was
invaluable for quickly identifying issues and conﬁrming problems
with the spacecraft. When the team's results weren't in agreement,
it prompted a thorough review of procedures that could identify a
processing issue. More importantly, when both teamswere in agree-
ment that the data were out of calibration by the same amount, then
a quick ﬁx could be implemented. Second, it is important to main-
tain a continuous monitoring of the calibration of the instruments.
In the Landsat case, Landsats 4 and 5 appeared nominal at launch,
but 7 needed an immediate calibration update. However, the cali-
bration of 4 and 5, which would have appeared stable, changed
abruptly during their lifetimes. Furthermore, it took a signiﬁcant
amount of data over a wide temperature range to establish with
conﬁdence that small but signiﬁcant gain corrections were needed
in Landsats 5 and 7. Third, at the permanent monitoring sites, it
was found that acquiring day and night data was useful as the night-
time data showed reduced uncertainty. This is most likely due to the
greater thermal stability of the lakes at night. Finally, operating the
instrument in a consistent fashion over time (i.e., avoiding radical
changes in duty cycle) could reduce uncertainty in the data and
possibly calibration changes (see, in particular, the discussion of
Landsat 4TM).
The successful use of the NOAA buoy data for calibration of early
TM5 data and, particularly, the very consistent results reported here
for TM4 when many buoys were employed, suggests that many
buoys used in an operational mode (i.e., in a semi-automated fashion)Please cite this article as: Schott, J.R., et al., Thermal infrared radiometr
Remote Sensing of Environment (2012), doi:10.1016/j.rse.2011.07.022could provide ongoing monitoring of Landsats 5 and 7. In addition,
the use of many NOAA buoys augmented with the JPL buoy data
could quickly provide many data points for calibration of LDCM im-
mediately after launch. To take advantage of the opportunity, RIT
plans to develop tools to use the NOAA buoys in an operational
mode.
Finally with the demonstration reported here, that the Landsat
thermal archive is calibrated in radiance to acceptable levels, the
opportunity exists to consider development of land surface tempera-
ture (LST) maps from the Landsat radiance data. USGS NASA Goddard,
JPL, and RIT are initiating a proof of concept effort to demonstrate that
LST maps can be operationally produced from the Landsat thermal
archive.
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